
 

��������	
�����
��	������
 
 
 
CR Collimation Masking 
 
1. Open an image for viewing. 

2. Click the Mask  button to remove the collimation area from the image.  NOTE:  You will 
need to make sure you have an anatomy preset selected. 

 
 

 
 
 
      
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

  3. To remove the collimation mask select the Mask  button again. 
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CR User Masking 
 
1. Open an image for viewing. 
 

2. Click the User Mask   button. 
 
 
3. Select the number of views from the Multi-View Mask 

dialog. I.e. if there are two hand exposures on one image 
select the two-view button. 

 
 
 
4. Hold the left mouse button down on the 

start region and move the mouse to end of 
the crop region. 

 
 
5. Repeat step 4 for each exposure. I.e. if you 

selected two-view you will need to do the 
step one more time. 

 
 
6. Once you have completed selecting the 

number of exposures the mask will appear 
on the image. 

 
 
7. To remove the user mask select the Mask 

 button. 
 
 
 
 
  


